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The response of a TLD-600/TLD-700 area dosemeter has been characterized in neutron ®elds around the 590 MeV cyclotron
ring at the Paul Scherrer Institute (PSI). The dosemeter is based on a cylindrical paraf®n moderator with three of each type
of TLD chip at the centre, and is intended to use for area monitoring around accelerator facilities. The dosemeter is calibrated
in terms of ambient dose equivalent using a non-moderated 252Cf neutron source. The ambient dose equivalent response has
been tested in ®ve locations where the neutron ®elds and dose rates have been well characterized by Bonner sphere spectro-
meter and active neutron monitor measurements. The different spectrum shapes and dose rates in the ®ve locations permit the
comparison of the behavior of the active and passive dosemeters in these neutron ®elds.
INTRODUCTION
There is a practical application in area monitoring
around accelerator facilities for a small, inexpensive,
passive dosemeter, which is sensitive to neutrons,
and that can be left unattended for several months
and then easily exchanged and evaluated. According
to ICRU 66, such a dosemeter should be calibrated
in terms of ambient dose equivalent H(10)(1). Ther-
moluminescence dosemeters (TLDs)Ðwidely used
for personal dosimetry in photon and electron
®eldsÐhave been envisaged for this purpose(1,2).
Thermoluminescent materials with increased sen-
sitivity for slow neutrons (e.g. through the n(6Li,a)
3H reaction) are available. Alternatively, pairs of
TLDs with one TLD sensitive to photons and neu-
trons, and the other TLD sensitive to photons only,
can be used. Such detectors show a large variation in
ambient dose equivalent response with neutron
energy, and so a careful calibration based on the
actual neutron spectrum to be measured is required
for accurate measurements.
In this work, the usefulness of a passive TLD
dosemeter for area monitoring is demonstrated, and
a calibration method for the detector is described.
The calibration uses 252Cf beam measurements and
on-site measurements around an accelerator in areas
where the neutron ®elds have been well characterised
by Bonner sphere spectrometer measurements.
Results from the passive TLD dosemeter are com-
pared with measurements made using different
active neutron dosemeters. The response of the
active neutron dosemeters in similar neutron spectra
was evaluated in an earlier study(3).
MATERIALS AND METHODS
TLD dosemeter calibration
The TLD dosemeter is contained within a polypro-
pylene box of negligible thickness, and is comprised
of a 110 mm diameter, by 120 mm long, cylindrical
paraf®n moderator, with a Perspex holder at the
centre for three pairs of TLD-600/TLD-700 chips
(Harshaw 3.2  3.2  0.9 mm3 6LiF:Mg,Ti and
7LiF:Mg,Ti). The TLDs are easily exchanged on-
site by removing the Perspex holder and replacing
it with another holder with new chips in place. Chips
are read out using a Harshaw 2000 TLD reader.
Both types of TLD (6Li and 7Li) have a similar
sensitivity to photons, but only 6Li is sensitive to
slow neutrons. Thus, the neutron dose equivalent is
evaluated from the difference between the mean
values of the readings for the three 6Li and 7Li chips.
The dosemeter calibration is performed in two
steps. First, the individual sensitivities of the TLD
chips are determined for 60Co gamma radiation in
terms of absorbed dose to water. The choice of this
quantity is arbitrary, and permits the evaluation of
the relative response of each chip, assuming that the
relative sensitivities of the chips are the same for
neutrons and photons. Then, the whole dosemeter
(the paraf®n moderator and the TLDs) is irradiated
using the neutron ®eld of the non-moderated 252Cf
source in the Paul Scherrer Institute (PSI) calibra-
tion laboratory. The reference dose equivalent is
obtained from the laboratory's transfer standardÐ
a Berthold LB 6411 calibrated at the Physikalisch-
Technische Bundesanstalt (PTB). Then the net signal
from the TLDs (the difference between the absorbed
dose measured with 6Li and 7Li chips) is compared
with the reference dose equivalent to obtain a cali-
bration factor expressed in Sv Gyÿ1.Corresponding author: Thierry.Buchillier@hospvd.ch
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The second part of the calibration is performed
with two consecutive irradiations, both at a distance
of 1 m, in order to take into account scattered neu-
trons. First, at a reference ambient dose equivalent
rate of 0.1 mSv hÿ1, without a shadow cone, and
then with a shadow cone, at a reference ambient dose
equivalent rate of 0.015 mSv hÿ1. The net TLD
signal, corresponding to the primary neutron ®eld
alone, is used for the calibration.
Bonner sphere spectrometer
A Bonner sphere spectrometer was used to measure
the neutron spectra and the reference dose levels
in the neutron ®elds around the accelerator in
which the TLD dosemeter was tested. This system
consists of a 3He proportional counter and a set of 11
polyethylene spheres with diameters ranging from 5 to
38 cm(4). For high-energy neutrons, it was supple-
mented with 209Bi and 232Th ®ssion track detectors(5).
Active neutron monitors
Ambient dose equivalent rates around the accelera-
tor were also measured using several active neutron
monitors; a Berthold LB 6411, a LINUS and an
REM 500. The LB 6411 is a neutron detector with
a 25 cm spherical moderator and a 3He/methane
proportional counter that is used in conjunction
with the basic LB 1230 instrument. The energy
dependence is 10% to ÿ30% over the range
50 keV to 10 MeV(6). The LINUS is based on a
BF3 proportional counter and has a spherical mod-
erator comprised of several layers of polyethylene, a
boron-doped attenuator and a lead converter(7). This
con®guration extends the response of this detector
to several hundred MeV. The REM 500 (Health
Physics Instruments) is a propane-®lled, Rossi type,
tissue-equivalent proportional counter (TEPC), with
an energy range of 70 keV to 20 MeV(8).
A total of ®ve LB 6411 detectors (operated in
integral mode) were used at each of the measure-
ment locations to normalise the other instrument
readings because the dose rate was varying with
beam intensity and alignment. The measurements
were performed over a period of about one month,
during which the beam characteristics were kept
constant, and the neutron spectra did not change
appreciably.
Measurement sites
Measurements were made at ®ve different sites in the
experimental area of the accelerator. The sites were
chosen to be representative of the areas in which
workers would be occupationally exposed. The
maximum dose equivalent rate for neutrons was
6 mSv hÿ1. To limit the time required for the
measurements, all the instruments were exposed
simultanously. Site A was located in the vicinity of
a carbon target behind several metres of concrete,
site B in the accelerator area, site C in the building
containing the 72 MeV proton injector, site D was
above the experimental hall (quite far from the
experiment lines) and site E was near a workshop,
also relatively far away from the accelerator beam
and targets.
RESULTS
Neutron spectra
Bonner sphere and ®ssion track detector readings,
normalised to the monitoring instrument, were
unfolded with the system response matrix to obtain
the neutron spectra. An adapted version of the
SAND unfolding code(9) was used, starting with a
uniform initial guess spectrum. The spectra
obtained when starting with a ®ssion initial spec-
trum were very similar. Figure 1 shows the neut-
ron ¯uence spectra at sites A±E in the lethargy
representation.
The ambient dose equivalent rate _H 10  and the
personal dose equivalent rate for normal incidence
on a slab phantom _Hp 10,0
  were calculated from
the neutron ¯uence spectra using ¯uence-to-dose
conversion coef®cients from ICRP 74(10). Table 1
shows the dosimetric quantities, with expanded
uncertainties estimated at 20% (95% con®dence
level) on the basis of calibrations and intercom-
parisons, in addition to the statistical counting
uncertainties.
TLD dosemeter calibration factor
The TLD dosemeter calibration factor obtained
from the 252Cf beam calibration is 0.477 Sv Gyÿ1.
The expanded uncertainty (95% con®dence level) is
evaluated at 7%, with the main components; repro-
ducibility (5%), and the transfer of the reference
standard (5%).
The ambient dose equivalent response of the
TLD dosemeter for a given measurement site is
obtained from the ratio of H(10) measured using
the dosemeter, to H(10) obtained from the Bonner
sphere spectrometer applying ¯uence-to-dose con-
version coef®cients (Table 2). Table 2 also shows
the count rate ratio of the 9 and 3 inch spheres as
an index of neutron ®eld hardness(11). Figure 2
shows the response of the TLD dosemeter as a
function of this index.
The detection limit of the TLD dosemeter was
assessed using the results of quarterly evaluations
of the dosemeter, exposed to environmental
background radiation, over the course of 1 y. The
T. BUCHILLIER ET AL.
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Figure 1. Fluence spectra at the ®ve sites.
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measured neutron dose equivalents (mean value
0.02 mSv) and the standard deviation (0.01 mSv) of
the quarterly readings were compared with the pub-
lished neutron effective dose in areas with normal
background (0.014 mSv)(12). Using this method,
the detection limit of the dosemeter is estimated
to be 0.03 mSv for a three month measurement
period.
Active neutron monitors
The three active neutron monitors provided direct
values for the dose equivalent rate. Table 2 shows the
relative responses of the active monitors, normalised
to the Bonner sphere spectrometer measurements.
The combined standard uncertainties can be attrib-
uted to the calibration uncertainties for the monitors
(5% at 95% con®dence level), either as stated in the
manufacturer's speci®cation, or as estimated after
veri®cation in the calibration laboratory, and to the
signi®cant statistical counting uncertainties present
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Figure 1. Continued.
Table 1. Dosimetric quantities calculated from the neutron
¯uence spectra.
Quantity Site
A B C D E
_f (n cmÿ2 sÿ1) 6.78 6.44 6.17 0.28 0.16
_H 10  (mSv hÿ1) 4.81 5.42 1.11 0.098 0.076
_Hp 10; 0
  (mSv hÿ1) 4.94 5.57 1.17 0.102 0.078
Expanded uncert. (%) 30 30 22 26 36
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at low dose rates. The uncertainties do not include
the contribution of the systematic uncertainty of the
reference instrument.
DISCUSSION
Neutron spectra
The lethargy spectrum A is characterised by a high-
energy peak at 50 MeV, and a second peak 5 MeV
(evaporation peak). The same characteristics are
present in the lethargy spectrum B at 100 and
2 MeV.
At sites C, D and E, no signi®cant amount of
tracks were observed on the Th/Bi detectors, and
the unfolding is based on the Bonner sphere mea-
surements only. At site C (close to the injector), the
lethargy spectrum contains dominant thermal and
intermediate contributions. The lethargy spectrum
D shows mainly intermediate neutrons with a much
lower ¯uence, as does the lethargy spectrum E, with
an even lower neutron ¯uence.
Dosimetric results
The ambient dose equivalents measured using the
TLD dosemeter calibrated in this work agree well
with the values obtained from spectrometry applying
¯uence-to-dose coef®cients (reference value) for
three of the sites, and do not agree at the other two
sites. The relative response of the detector is close to
unity for high energy, fast neutron spectra, and
reaches a factor of 2.2 at thermal and intermediate
neutron energies. The response of the detector at site
E is dif®cult to ascertain because of large statistical
uncertainties.
The relative response of the detector established in
this work can be used to correct the readings accord-
ing to the type of neutron spectrum. Thus, provided
that approximate information is available about
the neutron energy, this simple passive dosemeter
can be used for routine monitoring around proton
accelerators.
The detection limit of 30 mSv over a three month
period is adequate, since the observed dose rates
Table 2. Ambient dose equivalent response of TLD dosemeter and active dosemeters normalised to the Bonner sphere
spectrometer (BS).
Site 9/3 inch ratio BS TLD LB 6411 LINUS REM 500
A 0.79 1.0 1.41 0.23 0.86 0.13 0.74 0.12 1.29 0.21
B 1.17 1.0 0.86 0.14 0.70 0.10 1.21 0.19 1.36 0.22
C 0.27 1.0 2.21 0.29 1.05 0.12 1.11 0.13 0.75 0.10
D 0.20 1.0 2.07 0.29 1.00 0.13 0.97 0.14 1.62 0.27
E 0.49 1.0 1.45 0.27 0.54 0.10 n/a 0.53 0.12
Uncertainties are given at the 95% con®dence level. n/a not available.
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Figure 2. TLD dosemeter relative response to BS in function of the 9- to 3-inch ratio.
CALIBRATION OF A TLD AREA DOSEMETER
709
of 0.08±6 mSv hÿ1, led to doses in the range 160 mSv
to 12 mSv over three months. Under normal envir-
onmental background conditions, the dose rate
(typically 6 nSv hÿ1) would not be measurable. A
measuring instrument with sensitivity at least three
times higher would be necessary for environmental
background measurements.
The active dosemeters show better agreement than
the TLD dosemeter with the spectrometer results.
Most of the instruments agree within the measure-
ment uncertainty, but some discrepancies are
observed. The LB 6411 slightly underestimates dose
at high energies (above its speci®ed range), and also
at site E (for an unknown reason). The discrepancy
of the LINUS at site A is dif®cult to explain because
the features of this instrument make it suitable for a
large energy range. At the other sites, there is good
agreement. The REM 500 overestimates dose for
spectrum C with thermal and intermediate neutrons.
The underestimation of the dose at site E may origi-
nate from the larger uncertainty of this TEPC due to
the poor statistics. It is dif®cult to estimate the
uncertainty in the LET spectrum used for dose cal-
culation. The response of the active dosemeters, in
neutron spectra similar to those used in this study,
was characterised in an earlier study(3). The uncer-
tainties for this study are higher (lower dose rates,
instruments not exposed at exactly the same loca-
tions), but the results are consistent with the earlier
®ndings.
CONCLUSIONS
A passive TLD dosemeter has been calibrated for
routine monitoring of ambient dose equivalent, and
tested in realistic conditions by comparing with neu-
tron spectra results. Active neutron monitor dose
rate measurements differ from the TLD dosemeter
measurements by up to a factor of 2. The TLD
dosemeter is more accurate when the type of neutron
spectrum is known, and its response is corrected by
taking into account the relative response determined
in this work. This is consistent with the ®ndings of
Dinter et al.(2) for a similar TLD.
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